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(IMPORTANCE: Not previously sepursed. 


. en side pieces, 11/2" x 1", with cross pieces at the foot, 


the head and one-third of the distance from the feot, 


a | _ litter poles, For the carrying position, the lower end, w 
unattached, swings outward from the lower plane of the li 


% 


There are two metal poles, one on each corner of heher 


Be poles of the litter, fixing the angle between pack board an 
ae | ‘Litter at 30°, 
- This permits the patient to recline in a half sitting | 


allowing his hips to fall into the space created by the a 
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form with the patient's body. | 
ee Yhen not in use, the packboard can be folded parallel to the 
litter plane. 


_ Heavy padding on the packboard affords comfort to the 


Padding on the headpiece protects the patient and a caavas cover- — 
ed sack serves as a pillow, 


Two 4" adjustabie web shoulder straps are attached to the pack 
board and an additional belt fastens about the waist to aid in : 
stabilizing the load, A similar belt passing over the waist of 


the patient secures him to the litter, 

COMMENT: Tests mecde with this litter have demonstrated it to be a 
Satisfacuery devise Tor carrying patients for moderate distances, 
It would be impracvicable for long distances nor should it be 


used for unconscious patients. 
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Fig 1 Litter, One Man Carry 
Front View 
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Fig. 2 Bazk View 


Fig, 3 Litter, in use, Se 


